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Subpart A—Accreditation

§900.1 Scope.

The regulations set forth in this part
implement the Mammography Quality
Standards Act (MQSA) (42 U.S.C. 263b).
Subpart A of this part establishes pro-
cedures whereby an entity can apply to
become a Food and Drug Administra-
tion (FDA)-approved accreditation
body to accredit facilities to be eligible

to perform screening or diagnostic
mammography services. Subpart A fur-
ther establishes requirements and
standards for accreditation bodies to
ensure that all mammography facili-
ties under the jurisdiction of the
United States are adequately and con-
sistently evaluated for compliance
with national quality standards for
mammography. Subpart B of this part
establishes minimum national quality
standards for mammography facilities
to ensure safe, reliable, and accurate
mammography. The regulations set
forth in this part do not apply to facili-
ties of the Department of Veterans Af-
fairs.

§900.2 Definitions.

The following definitions apply to
subparts A, B, and C of this part:

(a) Accreditation body or body means
an entity that has been approved by
FDA under §900.3(d) to accredit mam-
mography facilities.

(b) Action limits or action levels means
the minimum and maximum values of
a quality assurance measurement that
can be interpreted as representing ac-
ceptable performance with respect to
the parameter being tested. Values less
than the minimum or greater than the
maximum action limit or level indicate
that corrective action must be taken
by the facility. Action limits or levels
are also sometimes called control lim-
its or levels.

(c) Adverse event means an undesir-
able experience associated with mam-
mography activities within the scope
of 42 U.S.C. 263b. Adverse events in-
clude but are not limited to:

(1) Poor image quality;

(2) Failure to send mammography re-
ports within 30 days to the referring
physician or in a timely manner to the
self-referred patient; and

(3) Use of personnel that do not meet
the applicable requirements of
§900.12(a).

(d) Air kerma means kKerma in a given
mass of air. The unit used to measure
the quantity of air kerma is the Gray
(Gy). For X-rays with energies less
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§900.2

than 300 kiloelectron volts (keV), 1 Gy
= 100 rad. In air, 1 Gy of absorbed dose
is delivered by 114 roentgens (R) of ex-
posure.

(e) Breast implant means a prosthetic
device implanted in the breast.

(f) Calendar quarter means any one of
the following time periods during a
given year: January 1 through March
31, April 1 through June 30, July 1
through September 30, or October 1
through December 31.

(g) Category I means medical edu-
cational activities that have been des-
ignated as Category I by the Accredita-
tion Council for Continuing Medical
Education (ACCME), the American Os-
teopathic Association (AOA), a state
medical society, or an equivalent orga-
nization.

(h) Certificate means the certificate
described in §900.11(a).

(1) Certification means the process of
approval of a facility by FDA or a cer-
tification agency to provide mammog-
raphy services.

(j) Clinical image means a mammo-
gram.

(k) Consumer means an individual
who chooses to comment or complain
in reference to a mammography exam-
ination, including the patient or rep-
resentative of the patient (e.g., family
member or referring physician).

(1) Continuing education unit or con-
tinuing education credit means one con-
tact hour of training.

(m) Contact hour means an hour of
training received through direct in-
struction.

(n) Direct instruction means:

(1) Face-to-face interaction between
instructor(s) and student(s), as when
the instructor provides a lecture, con-
ducts demonstrations, or reviews stu-
dent performance; or

(2) The administration and correction
of student examinations by an instruc-
tor(s) with subsequent feedback to the
student(s).

(0) Direct supervision means that:

(1) During joint interpretation of
mammograms, the supervising inter-
preting physician reviews, discusses,
and confirms the diagnosis of the phy-
sician being supervised and signs the
resulting report before it is entered
into the patient’s records; or
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(2) During the performance of a mam-
mography examination or survey of the
facility’s equipment and quality assur-
ance program, the supervisor is present
to observe and correct, as needed, the
performance of the individual being su-
pervised who is performing the exam-
ination or conducting the survey.

(p) Established operating level means
the value of a particular quality assur-
ance parameter that has been estab-
lished as an acceptable normal level by
the facility’s quality assurance pro-
gram.

(q) Facility means a hospital, out-
patient department, clinic, radiology
practice, mobile unit, office of a physi-
cian, or other facility that conducts
mammography activities, including
the following: Operation of equipment
to produce a mammogram, processing
of the mammogram, initial interpreta-
tion of the mammogram, and main-
taining viewing conditions for that in-
terpretation. This term does not in-
clude a facility of the Department of
Veterans Affairs.

(r) First allowable time means the ear-
liest time a resident physician is eligi-
ble to take the diagnostic radiology
boards from an FDA-designated certi-
fying body. The ‘‘first allowable time”’
may vary with the certifying body.

(s) FDA means the Food and Drug
Administration.

(t) Interim regulations means the regu-
lations entitled ‘‘Requirements for Ac-
crediting Bodies of Mammography Fa-
cilities” (68 FR 67558-67565) and ‘‘Qual-
ity Standards and Certification Re-
quirements for Mammography Facili-
ties” (68 FR 67565-67572), published by
FDA on December 21, 1993, and amend-
ed on September 30, 1994 (59 FR 49808-
49813). These regulations established
the standards that had to be met by
mammography facilities in order to
lawfully operate between October 1,
1994, and April 28, 1999.

(u) Interpreting physician means a li-
censed physician who interprets mam-
mograms and who meets the require-
ments set forth in §900.12(a)(1).

(v) Kerma means the sum of the ini-
tial energies of all the charged par-
ticles liberated by uncharged ionizing
particles in a material of given mass.

(w) Laterality means the designation
of either the right or left breast.
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(x) Lead interpreting physician means
the interpreting physician assigned the
general responsibility for ensuring that
a facility’s quality assurance program
meets all of the requirements of
§900.12(d) through (f). The administra-
tive title and other supervisory respon-
sibilities of the individual, if any, are
left to the discretion of the facility.

(y) Mammogram means a radiographic
image produced through mammog-
raphy.

(z) Mammographic modality means a
technology, within the scope of 42
U.S.C. 263b, for radiography of the
breast. Examples are screen-film mam-
mography and xeromammography.

(aa) Mammography means radiog-
raphy of the breast, but, for the pur-
poses of this part, does not include:

(1) Radiography of the breast per-
formed during invasive interventions
for localization or biopsy procedures;
or

(2) Radiography of the breast per-
formed with an investigational mam-
mography device as part of a scientific
study conducted in accordance with
FDA’s investigational device exemp-
tion regulations in part 812 of this
chapter.

(bb) Mammography equipment evalua-
tion means an onsite assessment of
mammography unit or image processor
performance by a medical physicist for
the purpose of making a preliminary
determination as to whether the equip-
ment meets all of the applicable stand-
ards in §900.12(b) and (e).

(ce) Mammography medical outcomes
audit means a systematic collection of
mammography results and the com-
parison of those results with outcomes
data.

(dd) Mammography unit or units
means an assemblage of components
for the production of X-rays for use
during mammography, including, at a
minimum: An X-ray generator, an X-
ray control, a tube housing assembly, a
beam limiting device, and the sup-
porting structures for these compo-
nents.

(ee) Mean optical density means the
average of the optical densities meas-
ured using phantom thicknesses of 2, 4,
and 6 centimeters with values of Kkilo-
volt peak (kKVp) clinically appropriate
for those thicknesses.

§900.2

(ff) Medical physicist means a person
trained in evaluating the performance
of mammography equipment and facil-
ity quality assurance programs and
who meets the qualifications for a
medical physicist set forth in
§900.12(a)(3).

(g8g) MRSA means the Mammography
Quality Standards Act.

(hh) Multi-reading means two or more
physicians, at least one of whom is an
interpreting physician, interpreting
the same mammogram.

(ii) Patient means any individual who
undergoes a mammography evaluation
in a facility, regardless of whether the
person is referred by a physician or is
self-referred.

(ji) Phantom means a test object used
to simulate radiographic characteris-
tics of compressed breast tissue and
containing components that radio-
graphically model aspects of breast dis-
ease and cancer.

(kk) Phantom image means a radio-
graphic image of a phantom.

(11) Physical science means physics,
chemistry, radiation science (including
medical physics and health physics),
and engineering.

(mm) Positive mammogram means a
mammogram that has an overall as-
sessment of findings that are either
‘“‘suspicious” or ‘‘highly suggestive of
malignancy.”’

(nn) Provisional certificate means the
provisional certificate described in
§900.11(b)(2).

(00) Qualified instructor means an in-
dividual whose training and experience
adequately prepares him or her to
carry out specified training assign-
ments. Interpreting physicians,
radiologic technologists, or medical
physicists who meet the requirements
of §900.12(a) would be considered quali-
fied instructors in their respective
areas of mammography. Other exam-
ples of individuals who may be quali-
fied instructors for the purpose of pro-
viding training to meet the regulations
of this part include, but are not limited
to, instructors in a post-high school
training institution and manufactur-
er’s representatives.

(pp) Quality control technologist means
an individual meeting the require-
ments of §900.12(a)(2) who is responsible
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for those quality assurance responsibil-
ities not assigned to the lead inter-
preting physician or to the medical
physicist.

(aq) Radiographic equipment means X-
ray equipment used for the production
of static X-ray images.

(rr) Radiologic technologist means an
individual specifically trained in the
use of radiographic equipment and the
positioning of patients for radiographic
examinations and who meets the re-
quirements set forth in §900.12(a)(2).

(ss) Serious adverse event means an ad-
verse advent that may significantly
compromise clinical outcomes, or an
adverse event for which a facility fails
to take appropriate corrective action
in a timely manner.

(tt) Serious complaint means a report
of a serious adverse event.

(uu) Standard breast means a 4.2 cen-
timeter (cm) thick compressed breast
consisting of 50 percent glandular and
50 percent adipose tissue.

(vv) Survey means an onsite physics
consultation and evaluation of a facil-
ity quality assurance program per-
formed by a medical physicist.

(ww) Time cycle means the film devel-
opment time.

(xx) Traceable to a mational standard
means an instrument is calibrated at
either the National Institute of Stand-
ards and Technology (NIST) or at a
calibration laboratory that partici-
pates in a proficiency program with
NIST at least once every 2 years and
the results of the proficiency test con-
ducted within 24 months of calibration
show agreement within +3 percent of
the national standard in the mammog-
raphy energy range.

(yy) Review physician means a physi-
cian who, by meeting the requirements
set out in §900.4(c)(5), is qualified to re-
view clinical images on behalf of the
accreditation body.

(zz) Certification agency means a State
that has been approved by FDA under
§900.21 to certify mammography facili-
ties.

(aaa) Performance indicators mean the
measures used to evaluate the certifi-
cation agency’s ability to conduct cer-
tification, inspection, and compliance
activities.

(bbb) Authorization means obtaining
approval from FDA to utilize new or
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changed State regulations or proce-
dures during the issuance, mainte-
nance, and withdrawal of certificates
by the certification agency.

[62 FR 55976, Oct. 28, 1997, 62 FR 60614, Nov.
10, 1997, as amended at 63 FR 56558, Oct. 22,
1998; 64 FR 32407, June 17, 1999; 67 FR 5467,
Feb. 6, 2002]

§900.3 Application for approval as an
accreditation body.

(a) Eligibility. Private nonprofit orga-
nizations or State agencies capable of
meeting the requirements of this sub-
part A may apply for approval as ac-
creditation bodies.

(b) Application for initial approval. (1)
An applicant seeking initial FDA ap-
proval as an accreditation body shall
inform the Division of Mammography
Quality and Radiation Programs
(DMQRP), Center for Devices and Radi-
ology Health (HFZ-240), Food and Drug
Administration, 1350 Piccard Dr.,
Rockville, MD 20850, marked Attn:
Mammography Standards Branch, of
its desire to be approved as an accredi-
tation body and of its requested scope
of authority.

(2) Following receipt of the request,
FDA will provide the applicant with
additional information to aid in sub-
mission of an application for approval
as an accreditation body.

(3) The applicant shall furnish to
FDA, at the address in §900.3(b)(1),
three copies of an application con-
taining the following information, ma-
terials, and supporting documentation:

(i) Name, address, and phone number
of the applicant and, if the applicant is
not a State agency, evidence of non-
profit status (i.e., of fulfilling Internal
Revenue Service requirements as a
nonprofit organization);

(ii) Detailed description of the ac-
creditation standards the applicant
will require facilities to meet and a
discussion substantiating their equiva-
lence to FDA standards required under
§900.12;

(iii) Detailed description of the appli-
cant’s accreditation review and deci-
sionmaking process, including:

(A) Procedures for performing ac-
creditation and reaccreditation clinical
image review in accordance with
§900.4(c), random clinical image re-
views in accordance with §900.4(f), and
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additional mammography review in ac-
cordance with §900.12(j);

(B) Procedures for performing phan-
tom image review;

(C) Procedures for assessing mam-
mography equipment evaluations and
surveys;

(D) Procedures for initiating and per-
forming onsite visits to facilities;

(E) Procedures for assessing facility
personnel qualifications;

(F') Copies of the accreditation appli-
cation forms, guidelines, instructions,
and other materials the applicant will
send to facilities during the accredita-
tion process, including an accredita-
tion history form that requires each fa-
cility to provide a complete history of
prior accreditation activities and a
statement that all information and
data submitted in the application is
true and accurate, and that no mate-
rial fact has been omitted;

(G) Policies and procedures for noti-
fying facilities of deficiencies;

(H) Procedures for monitoring correc-
tions of deficiencies by facilities;

(I) Policies and procedures for sus-
pending or revoking a facility’s accred-
itation;

(J) Policies and procedures that will
ensure processing of accreditation ap-
plications and renewals within a time-
frame approved by FDA and assurances
that the body will adhere to such poli-
cies and procedures; and

(K) A description of the applicant’s
appeals process for facilities contesting
adverse accreditation status decisions.

(iv) Education, experience, and train-
ing requirements for the applicant’s
professional staff, including reviewers
of clinical or phantom images;

(v) Description of the applicant’s
electronic data management and anal-
ysis system with respect to accredita-
tion review and decision processes and
the applicant’s ability to provide elec-
tronic data in a format compatible
with FDA data systems;

(vi) Resource analysis that dem-
onstrates that the applicant’s staffing,
funding, and other resources are ade-
quate to perform the required accredi-
tation activities;

(vii) Fee schedules with supporting
cost data;

(viii) Statement of policies and pro-
cedures established to avoid conflicts

§900.3

of interest or the appearance of con-
flicts of interest by the applicant’s
board members, commissioners, profes-
sional personnel (including reviewers
of clinical and phantom images), con-
sultants, administrative personnel, and
other representatives of the applicant;

(ix) Statement of policies and proce-
dures established to protect confiden-
tial information the applicant will col-
lect or receive in its role as an accredi-
tation body;

(x) Disclosure of any specific brand of
imaging system or component, meas-
uring device, software package, or
other commercial product used in
mammography that the applicant de-
velops, sells, or distributes;

(xi) Description of the applicant’s
consumer complaint mechanism;

(xii) Satisfactory assurances that the
applicant shall comply with the re-
quirements of §900.4; and

(xiii) Any other information as may
be required by FDA.

(c) Application for renewal of approval.
An approved accreditation body that
intends to continue to serve as an ac-
creditation body beyond its current
term shall apply to FDA for renewal or
notify FDA of its plans not to apply for
renewal in accordance with the fol-
lowing procedures and schedule:

(1) At least 9 months before the date
of expiration of a body’s approval, the
body shall inform FDA, at the address
given in §900.3(b)(1), of its intent to
seek renewal.

(2) FDA will notify the applicant of
the relevant information, materials,
and supporting documentation required
under §900.3(b)(3) that the applicant
shall submit as part of the renewal pro-
cedure.

(3) At least 6 months before the date
of expiration of a body’s approval, the
applicant shall furnish to FDA, at the
address in §900.3(b)(1), three copies of a
renewal application containing the in-
formation, materials, and supporting
documentation requested by FDA in
accordance with §900.3(c)(2).

(4) No later than July 28, 1998, any ac-
creditation body approved under the
interim regulations published in the
FEDERAL REGISTER of December 21, 1993
(68 FR 67558), that desires to continue
to serve as an accreditation body under
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the final regulations shall apply for re-
newal of approval in accordance with
the procedures set forth in paragraphs
(c)(1) through (c¢)(3) of this section.

(5) Any accreditation body that does
not plan to renew its approval shall so
notify FDA at the address given in
paragraph (b)(1) of this section at least
9 months before the expiration of the
body’s term of approval.

(d) Rulings on applications for initial
and renewed approval. (1) FDA will con-
duct a review and evaluation to deter-
mine whether the applicant substan-
tially meets the applicable require-
ments of this subpart and whether the
accreditation standards the applicant
will require facilities to meet are sub-
stantially the same as the quality
standards published under subpart B of
this part.

(2) FDA will notify the applicant of
any deficiencies in the application and
request that those deficiencies be rec-
tified within a specified time period. If
the deficiencies are not rectified to
FDA’s satisfaction within the specified
time period, the application for ap-
proval as an accreditation body may be
rejected.

(3) FDA shall notify the applicant
whether the application has been ap-
proved or denied. That notification
shall list any conditions associated
with approval or state the bases for
any denial.

(4) The review of any application may
include a meeting between FDA and
representatives of the applicant at a
time and location mutually acceptable
to FDA and the applicant.

(5) FDA will advise the applicant of
the circumstances under which a de-
nied application may be resubmitted.

(6) If FDA does not reach a final deci-
sion on a renewal application in ac-
cordance with this paragraph before
the expiration of an accreditation
body’s current term of approval, the
approval will be deemed extended until
the agency reaches a final decision on
the application, unless an accredita-
tion body does not rectify deficiencies
in the application within the specified
time period, as required in paragraph
(d)(2) of this section.

(e) Relinquishment of authority. An ac-
creditation body that decides to relin-
quish its accreditation authority be-
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fore expiration of the body’s term of
approval shall submit a letter of such
intent to FDA, at the address in
§900.3(b)(1), at least 9 months before re-
linquishing such authority.

(f) Transfer of records. An accredita-
tion body that does not apply for re-
newal of accreditation body approval,
is denied such approval by FDA, or re-
linquishes its accreditation authority
and duties before expiration of its term
of approval, shall:

(1) Transfer facility records and other
related information as required by
FDA to a location and according to a
schedule approved by FDA.

(2) Notify, in a manner and time pe-
riod approved by FDA, all facilities ac-
credited or seeking accreditation by
the body that the body will no longer
have accreditation authority.

(g) Scope of authority. An accredita-
tion body’s term of approval is for a pe-
riod not to exceed 7 years. FDA may
limit the scope of accreditation au-
thority.

[62 FR 55976, Oct. 28, 1997; 62 FR 60614, Nov.
10, 1997]

§900.4 Standards
bodies.

(a) Code of conduct and general respon-
sibilities. The accreditation body shall
accept the following responsibilities in
order to ensure safe and accurate mam-
mography at the facilities it accredits
and shall perform these responsibilities
in a manner that ensures the integrity
and impartiality of accreditation body
actions.

(1)(i) When an accreditation body re-
ceives or discovers information that
suggests inadequate image quality, or
upon request by FDA, the accredita-
tion body shall review a facility’s clin-
ical images or other aspects of a facili-
ty’s practice to assist FDA in deter-
mining whether or not the facility’s
practice poses a serious risk to human
health. Such reviews are in addition to
the evaluation an accreditation body
performs as part of the initial accredi-
tation or renewal process for facilities.

(ii) If review by the accreditation
body demonstrates that a problem does
exist with respect to image quality or
other aspects of a facility’s compliance
with quality standards, or upon request
by FDA, the accreditation body shall

for accreditation
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require or monitor corrective actions,
or suspend or revoke accreditation of
the facility.

(2) The accreditation body shall in-
form FDA as soon as possible but in no
case longer than 2 business days after
becoming aware of equipment or prac-
tices that pose a serious risk to human
health.

(3) The accreditation body shall es-
tablish and administer a quality assur-
ance (QA) program that has been ap-
proved by FDA in accordance with
§900.3(d) or paragraph (a)(8) of this sec-
tion. Such quality assurance program
shall:

(i) Include requirements for clinical
image review and phantom image re-
view;

(ii) Ensure that clinical and phantom
images are evaluated consistently and
accurately; and

(iii) Specify the methods and fre-
quency of training and evaluation for
clinical and phantom image reviewers,
and the bases and procedures for re-
moval of such reviewers.

(4) The accreditation body shall es-
tablish measures that FDA has ap-
proved in accordance with §900.3(d) or
paragraph (a)(8) of this section to re-
duce the possibility of conflict of inter-
est or facility bias on the part of indi-
viduals acting on the body’s behalf.
Such individuals who review clinical or
phantom images under the provisions
of paragraphs (c) and (d) of this section
or who visit facilities under the provi-
sions of paragraph (f) of this section
shall not review clinical or phantom
images from or visit a facility with
which such individuals maintain a rela-
tionship, or when it would otherwise be
a conflict of interest for them to do so,
or when they have a bias in favor of or
against the facility.

(6) The accreditation body may re-
quire specific equipment performance
or design characteristics that FDA has
approved. However, no accreditation
body shall require, either explicitly or
implicitly, the use of any specific
brand of imaging system or component,
measuring device, software package, or
other commercial product as a condi-
tion for accreditation by the body, un-
less FDA determines that it is in the
best interest of public health to do so.

§900.4

(i) Any representation, actual or im-
plied, either orally, in sales literature,
or in any other form of representation,
that the purchase or use of a particular
product brand is required in order for
any facility to be accredited or cer-
tified under §900.11(b), is prohibited,
unless FDA approves such representa-
tion.

(ii) Unless FDA has approved the ex-
clusive use and promotion of a par-
ticular commercial product in accord-
ance with this section, all products
produced, distributed, or sold by an ac-
creditation body or an organization
that has a financial or other relation-
ship with the accreditation body that
may be a conflict of interest or have
the appearance of a conflict of interest
with the body’s accreditation func-
tions, shall bear a disclaimer stating
that the purchase or use of such prod-
ucts is not required for accreditation
or certification of any facility under
§900.11(b). Any representations about
such products shall include a similar
disclaimer.

(6) When an accreditation body de-
nies accreditation to a facility, the ac-
creditation body shall notify the facil-
ity in writing and explain the bases for
its decision. The notification shall also
describe the appeals process available
from the accreditation body for the fa-
cility to contest the decision.

(7) No accreditation body may estab-
lish requirements that preclude facili-
ties from Dbeing accredited under
§900.11(b) by any other accreditation
body, or require accreditation by itself
under MQSA if another accreditation
body is available to a facility.

(8) The accreditation body shall ob-
tain FDA authorization for any
changes it proposes to make in any
standards that FDA has previously ac-
cepted under §900.3(d).

(9) An accreditation body shall estab-
lish procedures to protect confidential
information it collects or receives in
its role as an accreditation body.

(i) Nonpublic information collected
from facilities for the purpose of car-
rying out accreditation body respon-
sibilities shall not be used for any
other purpose or disclosed, other than
to FDA or its duly designated rep-
resentatives, including State agencies,
without the consent of the facility;
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(ii) Nonpublic information that FDA
or its duly designated representatives,
including State agencies, share with
the accreditation body concerning a fa-
cility that is accredited or undergoing
accreditation by that body shall not be
further disclosed except with the writ-
ten permission of FDA.

(b) Monitoring facility compliance with
quality standards. (1) The accreditation
body shall require that each facility it
accredits meet standards for the per-
formance of quality mammography
that are substantially the same as
those in this subpart and in subpart B
of this part.

(2) The accreditation body shall no-
tify a facility regarding equipment,
personnel, and other aspects of the fa-
cility’s practice that do not meet such
standards and advise the facility that
such equipment, personnel, or other as-
pects of the practice should not be used
by the facility for activities within the
scope of part 900.

(3) The accreditation body shall
specify the actions that facilities shall
take to correct deficiencies in equip-
ment, personnel, and other aspects of
the practice to ensure facility compli-
ance with applicable standards.

(4) If deficiencies cannot be corrected
to ensure compliance with standards or
if a facility is unwilling to take correc-
tive actions, the accreditation body
shall immediately so notify FDA, and
shall suspend or revoke the facility’s
accreditation in accordance with the
policies and procedures described under
§900.3(b)(3)(1ii)(I).

(c) Clinical image review for accredita-
tion and reaccreditation—(1) Frequency
of review. The accreditation body shall
review clinical images from each facil-
ity accredited by the body at least once
every 3 years.

(2) Requirements for clinical image at-
tributes. The accreditation body shall
use the following attributes for all
clinical image reviews, unless FDA has
approved other attributes:

(1) Positioning. Sufficient breast tis-
sue shall be imaged to ensure that can-
cers are not likely to be missed because
of inadequate positioning.

(i1) Compression. Compression shall be
applied in a manner that minimizes the
potential obscuring effect of overlying
breast tissue and motion artifact.
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(iii) Exposure level. Exposure level
shall be adequate to visualize breast
structures. Images shall be neither un-
derexposed nor overexposed.

(iv) Contrast. Image contrast shall
permit differentiation of subtle tissue
density differences.

(v) Sharpness. Margins of normal
breast structures shall be distinct and
not blurred.

(vi) Noise. Noise in the image shall
not obscure breast structures or sug-
gest the appearance of structures not
actually present.

(vii) Artifacts. Artifacts due to lint,
processing, scratches, and other factors
external to the breast shall not obscure
breast structures or suggest the ap-
pearance of structures not actually
present.

(viii) Ezxamination identification. Each
image shall have the following infor-
mation indicated on it in a permanent,
legible, and unambiguous manner and
placed so as not to obscure anatomic
structures:

(A) Name of the patient and an addi-
tional patient identifier.

(B) Date of examination.

(C) View and laterality. This informa-
tion shall be placed on the image in a
position near the axilla. Standardized
codes specified by the accreditation
body and approved by FDA in accord-
ance with §900.3(d) or paragraph (a)(8)
of this section shall be used to identify
view and laterality.

(D) Facility name and location. At a
minimum, the location shall include
the city, State, and zip code of the fa-
cility.

(E) Technologist identification.

(F') Cassette/screen identification.

(G) Mammography unit identifica-
tion, if there is more than one unit in
the facility.

(3) Scoring of clinical images. Accredi-
tation bodies shall establish and ad-
minister a system for scoring clinical
images using all attributes specified in
paragraphs (c)(2)(i) through (c)(2)(viii)
of this section or an alternative system
that FDA has approved in accordance
with §900.3(d) or paragraph (a)(8) of this
section. The scoring system shall in-
clude an evaluation for each attribute.

(i) The accreditation body shall es-
tablish and employ criteria for accept-
able and nonacceptable results for each
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of the 8 attributes as well as an overall
pass-fail system for clinical image re-
view that has been approved by FDA in
accordance with §900.3(d) or paragraph
(a)(8) of this section.

(ii) All clinical images submitted by
a facility to the accreditation body
shall be reviewed independently by two
or more review physicians.

(4) Selection of clinical images for re-
view. Unless otherwise specified by
FDA, the accreditation body shall re-
quire that for each mammography unit
in the facility:

(i) The facility shall submit
craniocaudal (CC) and mediolateral ob-
lique (MLO) views from two mammo-
graphic examinations that the facility
produced during a time period specified
by the accreditation body;

(ii) Clinical images submitted from
one such mammographic examination
for each unit shall be of dense breasts
(predominance of glandular tissue) and
the other shall be of fat-replaced
breasts (predominance of adipose tis-
sue);

(iii) All clinical images submitted
shall be images that the facility’s in-
terpreting physician(s) interpreted as
negative or benign.

(iv) If the facility has no clinical im-
ages meeting the requirements in para-
graphs (c)(4)(i) through (c)(4)(iii) of this
section, it shall so notify the accredita-
tion body, which shall specify alter-
native clinical image selection meth-
ods that do not compromise care of the
patient.

(5) Review physicians. Accreditation
bodies shall ensure that all of their re-
view physicians:

(i) Meet the interpreting physician
requirements specified in §900.12(a)(1)
and meet such additional requirements
as have been established by the accred-
itation body and approved by FDA;

(ii) Are trained and evaluated in the
clinical image review process, for the
types of clinical images to be evaluated
by a review physician, by the accredi-
tation body before designation as re-
view physicians and periodically there-
after; and

(iii) Clearly document their findings
and reasons for assigning a particular
score to any clinical image and provide
information to the facility for use in
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improving the attributes for which sig-
nificant deficiencies were identified.

(6) Image management. The accredita-
tion body’s QA program shall include a
tracking system to ensure the security
and return to the facility of all clinical
images received and to ensure comple-
tion of all clinical image reviews by
the body in a timely manner. The ac-
creditation body shall return all clin-
ical images to the facility within 60
days of their receipt by the body, with
the following exceptions:

(i) If the clinical images are needed
earlier by the facility for clinical pur-
poses, the accreditation body shall co-
operate with the facility to accommo-
date such needs.

(ii) If a review physician identifies a
suspicious abnormality on an image
submitted for clinical image review,
the accreditation body shall ensure
that this information is provided to the
facility and that the clinical images
are returned to the facility. Both shall
occur no later than 10-business days
after identification of the suspected ab-
normality.

(T) Notification of unsatisfactory image
quality. If the accreditation body deter-
mines that the clinical images received
from a facility are of unsatisfactory
quality, the body shall notify the facil-
ity of the nature of the problem and its
possible causes.

(d) Phantom image review for accredita-
tion and reaccreditation—(1) Frequency
of review. The accreditation body shall
review phantom images from each fa-
cility accredited by the body at least
once every 3 years.

(2) Requirements for the phantom used.
The accreditation body shall require
that each facility submit for review
phantom images that the facility pro-
duced using a phantom and methods of
use specified by the body and approved
by FDA in accordance with §900.3(d) or
paragraph (a)(8) of this section.

(38) Scoring phantom images. The ac-
creditation body shall use a system for
scoring phantom images that has been
approved by FDA in accordance with
§900.3(b) and (d) or paragraph (a)(8) of
this section.

(4) Phantom images selected for review.
For each mammography unit in the fa-
cility, the accreditation body shall re-
quire the facility to submit phantom
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images that the facility produced dur-
ing a time period specified by the body.

(5) Phantom image reviewers. Accredi-
tation bodies shall ensure that all of
their phantom image reviewers:

(i) Meet the requirements specified in
§900.12(a)(3) or alternative require-
ments established by the accreditation
body and approved by FDA in accord-
ance with §900.3 or paragraph (a)(8) of
this section;

(ii) Are trained and evaluated in the
phantom image review process, for the
types of phantom images to be evalu-
ated by a phantom image reviewer, by
the accreditation body before designa-
tion as phantom image reviewers and
periodically thereafter; and

(iii) Clearly document their findings
and reasons for assigning a particular
score to any phantom image and pro-
vide information to the facility for use
in improving its phantom image qual-
ity with regard to the significant defi-
ciencies identified.

(6) Image management. The accredita-
tion body’s QA program shall include a
tracking system to ensure the security
of all phantom images received and to
ensure completion of all phantom
image reviews by the body in a timely
manner. All phantom images that re-
sult in a failure of accreditation shall
be returned to the facility.

(7) Notification measures for unsatisfac-
tory image quality. If the accreditation
body determines that the phantom im-
ages received from a facility are of un-
satisfactory quality, the body shall no-
tify the facility of the nature of the
problem and its possible causes.

(e) Reports of mammography equipment
evaluation, surveys, and quality control.
The following requirements apply to
all facility equipment covered by the
provisions of subparts A and B:

(1) The accreditation body shall re-
quire every facility applying for ac-
creditation to submit:

(i) With its initial accreditation ap-
plication, a mammography equipment
evaluation that was performed by a
medical physicist no earlier than 6
months before the date of application
for accreditation by the facility. Such
evaluation shall demonstrate compli-
ance of the facility’s equipment with
the requirements in §900.12(e).
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(ii) Prior to accreditation, a survey
that was performed no earlier than 6
months before the date of application
for accreditation by the facility. Such
survey shall assess the facility’s com-
pliance with the facility standards ref-
erenced in paragraph (b) of this sec-
tion.

(2) The accreditation body shall re-
quire that all facilities undergo an an-
nual survey to ensure continued com-
pliance with the standards referenced
in paragraph (b) of this section and to
provide continued oversight of facili-
ties’ quality control programs as they
relate to such standards. The accredi-
tation body shall require for all facili-
ties that:

(i) Such surveys be conducted annu-
ally;

(ii) Facilities take reasonable steps
to ensure that they receive reports of
such surveys within 30 days of survey
completion; and

(iii) Facilities submit the results of
such surveys and any other informa-
tion that the body may require to the
body at least annually.

(3) The accreditation body shall re-
view and analyze the information re-
quired in this section and use it to
identify necessary corrective measures
for facilities and to determine whether
facilities should remain accredited by
the body.

(f) Accreditation body omnsite visits and
random clinical image reviews. The ac-
creditation body shall conduct onsite
visits and random clinical image re-
views of a sample of facilities to mon-
itor and assess their compliance with
standards established by the body for
accreditation. The accreditation body
shall submit annually to FDA, at the
address given in §900.3(b)(1), 3 copies of
a summary report describing all facil-
ity assessments the body conducted
under the provisions of this section for
the year being reported.

(1) Onsite visits—(i) Sample size. Annu-
ally, each accreditation body shall
visit at least 5 percent of the facilities
it accredits. However, a minimum of 5
facilities shall be visited, and visits to
no more than 50 facilities are required,
unless problems identified in paragraph
(H)(1)(E)(B) of this section indicate a
need to visit more than 50 facilities.
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(A) At least 50 percent of the facili-
ties visited shall be selected randomly.

(B) Other facilities visited shall be
selected based on problems identified
through State or FDA inspections, se-
rious complaints received from con-
sumers or others, a previous history of
noncompliance, or any other informa-
tion in the possession of the accredita-
tion body, inspectors, or FDA.

(C) Before, during, or after any facil-
ity visit, the accreditation body may
require that the facility submit to the
body for review clinical images, phan-
tom images, or any other information
relevant to applicable standards in this
subpart and in subpart B of this part.

(i1) Visit plan. The accreditation body
shall conduct facility onsite visits ac-
cording to a visit plan that has been
approved by FDA in accordance with
§900.3(d) or paragraph (a)(8) of this sec-
tion, unless otherwise directed by FDA
in particular circumstances. At a min-
imum, such a plan shall provide for:

(A) Assessment of overall clinical
image QA activities of the facility;

(B) Review of facility documentation
to determine if appropriate mammog-
raphy reports are sent to patients and
physicians as required;

(C) Selection of a sample of clinical
images for clinical image review by the
accreditation body. Clinical images
shall be selected in a manner specified
by the accreditation body and approved
by FDA that does not compromise care
of the patient as a result of the absence
of the selected images from the facil-
ity;

(D) Verification that the facility has
a medical audit system in place and is
correlating films and pathology reports
for positive cases;

(B) Verification that personnel speci-
fied by the facility are the ones actu-
ally performing designated personnel
functions;

(F) Verification that equipment spec-
ified by the facility is the equipment
that is actually being used to perform
designated equipment functions;

(G) Verification that a consumer
complaint mechanism is in place and
that the facility is following its proce-
dures; and

(H) Review of all factors related to
previously identified concerns or con-
cerns identified during that visit.
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(2) Clinical image review for random
sample of facilities—(i) Sample size. In
addition to conducting clinical image
reviews for accreditation and re-
accreditation for all facilities, the ac-
creditation body shall conduct clinical
image reviews annually for a randomly
selected sample as specified by FDA,
but to include at least 3 percent of the
facilities the body accredits. Accredita-
tion bodies may count toward this ran-
dom sample requirement all facilities
selected randomly for the onsite visits
described in paragraph (f)(1)(i)(A) of
this section. Accreditation bodies shall
not count toward the random sample
requirement any facilities described in
paragraph (f)(1)(i)(B) of this section
that were selected for a visit because of
previously identified concerns.

(ii) Random clinical image review. In
performing clinical image reviews of
the random sample of facilities, accred-
itation bodies shall evaluate the same
attributes as those in paragraph (c) of
this section for review of clinical im-
ages for accreditation and reaccredita-
tion.

(iii) Accreditation bodies should not
schedule random clinical image re-
views at facilities that have received
notification of the need to begin the
accreditation renewal process or that
have completed the accreditation re-
newal process within the previous 6
months.

(iv) Selection of the random sample of
clinical images for clinical image review
by the accreditation body. Clinical im-
ages shall be selected in a manner,
specified by the accreditation body and
approved by FDA under §900.3(d) or
paragraph (a)(8) of this section, that
does not compromise care of the pa-
tient as a result of the absence of the
selected images from the facility.

(g) Consumer complaint mechanism.
The accreditation body shall develop
and administer a written and docu-
mented system, including timeframes,
for collecting and resolving serious
consumer complaints that could not be
resolved at a facility. Such system
shall have been approved by FDA in ac-
cordance with§900.3(d) or paragraph
(a)(8) of this section. Accordingly, all
accreditation bodies shall:
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(1) Provide a mechanism for all fa-
cilities it accredits to file serious unre-
solved complaints with the accredita-
tion body;

(2) Maintain a record of every serious
unresolved complaint received by the
body on all facilities it accredits for a
period of at least 3 years from the date
of receipt of each such complaint;

(h) Reporting and recordkeeping. All
reports to FDA specified in paragraphs
(h)(1) through (h)(4) of this section
shall be prepared and submitted in a
format and medium prescribed by FDA
and shall be submitted to a location
and according to a schedule specified
by FDA. The accreditation body shall:

(1) Collect and submit to FDA the in-
formation required by 42 U.S.C. 263b(d)
for each facility when the facility is
initially accredited and at least annu-
ally when updated, in a manner and at
a time specified by FDA.

(2) Accept applications containing
the information required in 42 U.S.C.
263b(c)(2) for provisional certificates
and in §900.11(b)(3) for extension of pro-
visional certificates, on behalf of FDA,
and notify FDA of the receipt of such
information;

(3) Submit to FDA the name, identi-
fying information, and other informa-
tion relevant to 42 U.S.C. 263b and spec-
ified by FDA for any facility for which
the accreditation body denies, sus-
pends, or revokes accreditation, and
the reason(s) for such action;

(4) Submit to FDA an annual report
summarizing all serious complaints re-
ceived during the previous calendar
year, their resolution status, and any
actions taken in response to them;

(5) Provide to FDA other information
relevant to 42 U.S.C. 263b and required
by FDA about any facility accredited
or undergoing accreditation by the
body.

(i) Fees. Fees charged to facilities for
accreditation shall be reasonable. Costs
of accreditation body activities that
are not related to accreditation func-
tions under 42 U.S.C. 263b are not re-
coverable through fees established for
accreditation.

(1) The accreditation body shall
make public its fee structure, includ-
ing those factors, if any, contributing
to variations in fees for different facili-
ties.
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(2) At FDA’s request, accreditation
bodies shall provide financial records
or other material to assist FDA in as-
sessing the reasonableness of accredi-
tation body fees. Such material shall
be provided to FDA in a manner and
time period specified by the agency.

[62 FR 55976, Oct. 28, 1997; 62 FR 60614, Nov.
10, 1997, as amended at 64 FR 32407, June 17,
1999]

§900.5 Evaluation.

FDA shall evaluate annually the per-
formance of each accreditation body.
Such evaluation shall include an as-
sessment of the reports of FDA or
State inspections of facilities accred-
ited by the body as well as any addi-
tional information deemed relevant by
FDA that has been provided by the ac-
creditation body or other sources or
has been required by FDA as part of its
oversight initiatives. The evaluation
shall include a determination of wheth-
er there are major deficiencies in the
accreditation body’s performance that,
if not corrected, would warrant with-
drawal of the approval of the accredita-
tion body under the provisions of
§900.6.

§900.6 Withdrawal of approval.

If FDA determines, through the eval-
uation activities of §900.5, or through
other means, that an accreditation
body is not in substantial compliance
with this subpart, FDA may initiate
the following actions:

(a) Major deficiencies. If FDA deter-
mines that an accreditation body has
failed to perform a major accreditation
function satisfactorily, has dem-
onstrated willful disregard for public
health, has violated the code of con-
duct, has committed fraud, or has sub-
mitted material false statements to
the agency, FDA may withdraw its ap-
proval of that accreditation body.

(1) FDA shall notify the accredita-
tion body of the agency’s action and
the grounds on which the approval was
withdrawn.

(2) An accreditation body that has
lost its approval shall notify facilities
accredited or seeking accreditation by
it that its approval has been with-
drawn. Such notification shall be made
within a time period and in a manner
approved by FDA.
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(b) Minor deficiencies. If FDA deter-
mines that an accreditation body has
demonstrated deficiencies in per-
forming accreditation functions and re-
sponsibilities that are less serious or
more limited than the deficiencies in
paragraph (a) of this section, FDA shall
notify the body that it has a specified
period of time to take particular cor-
rective measures directed by FDA or to
submit to FDA for approval the body’s
own plan of corrective action address-
ing the minor deficiencies. FDA may
place the body on probationary status
for a period of time determined by
FDA, or may withdraw approval of the
body as an accreditation body if correc-
tive action is not taken.

(1) If FDA places an accreditation
body on probationary status, the body
shall notify all facilities accredited or
seeking accreditation by it of its pro-
bationary status within a time period
and in a manner approved by FDA.

(2) Probationary status shall remain
in effect until such time as the body
can demonstrate to the satisfaction of
FDA that it has successfully imple-
mented or is implementing the correc-
tive action plan within the established
schedule, and that the corrective ac-
tions have substantially eliminated all
identified problems.

(3) If FDA determines that an accred-
itation body that has been placed on
probationary status is mnot imple-
menting corrective actions satisfac-
torily or within the established sched-
ule, FDA may withdraw approval of the
accreditation body. The accreditation
body shall notify all facilities accred-
ited or seeking accreditation by it of
its loss of FDA approval, within a time
period and in a manner approved by
FDA.

(c) Reapplication by accreditation bod-
ies that have had their approval with-
drawn. (1) A former accreditation body
that has had its approval withdrawn
may submit a new application for ap-
proval if the body can provide informa-
tion to FDA to establish that the prob-
lems that were grounds for withdrawal
of approval have been resolved.

(2) If FDA determines that the new
application demonstrates that the body
satisfactorily has addressed the causes
of its previous unacceptable perform-
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ance, FDA may reinstate approval of
the accreditation body.

(3) FDA may request additional infor-
mation or establish additional condi-
tions that must be met by a former ac-
creditation body before FDA approves
the reapplication.

(4) FDA may refuse to accept an ap-
plication from a former accreditation
body whose approval was withdrawn
because of fraud or willful disregard of
public health.

§900.7

(a) Opportunities to challenge final
adverse actions taken by FDA regard-
ing approval or reapproval of accredi-
tation bodies, withdrawal of approval
of accreditation bodies, or rejection of
a proposed fee for accreditation shall
be communicated through notices of
opportunity for informal hearings in
accordance with part 16 of this chapter.

(b) A facility that has been denied ac-
creditation is entitled to an appeals
process from the accreditation body.
The appeals process shall be specified
in writing by the accreditation body
and shall have been approved by FDA
in accordance with §900.3(d) or
§900.4(a)(8).

(c) A facility that cannot achieve sat-
isfactory resolution of an adverse ac-
creditation decision through the ac-
creditation body’s appeals process may
appeal to FDA for reconsideration in
accordance with §900.15.

Hearings.

§§900.8-900.9 [Reserved]

Subpart B—Quality Standards and
Certification

§900.10 Applicability.

The provisions of subpart B are appli-
cable to all facilities under the regu-
latory jurisdiction of the United States
that provide mammography services,
with the exception of the Department
of Veterans Affairs.

§900.11 Requirements for certifi-

cation.

(a) General. After October 1, 1994, a
certificate issued by FDA is required
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for lawful operation of all mammog-
raphy facilities subject to the provi-
sions of this subpart. To obtain a cer-
tificate from FDA, facilities are re-
quired to meet the quality standards in
§900.12 and to be accredited by an ap-
proved accreditation body or other en-
tity as designated by FDA.

(b) Application—(1) Certificates. (i) In
order to qualify for a certificate, a fa-
cility must apply to an FDA-approved
accreditation body, or to another enti-
ty designated by FDA. The facility
shall submit to such body or entity the
information required in 42 U.S.C.
263b(d)(1).

(ii) Following the agency’s receipt of
the accreditation body’s decision to ac-
credit a facility, or an equivalent deci-
sion by another entity designated by
FDA, the agency may issue a certifi-
cate to the facility, or renew an exist-
ing certificate, if the agency deter-
mines that the facility has satisfied
the requirements for certification or
recertification.

(2) Provisional certificates. (i) A new
facility beginning operation after Octo-
ber 1, 1994, is eligible to apply for a pro-
visional certificate. The provisional
certificate will enable the facility to
perform mammography and to obtain
the clinical images needed to complete
the accreditation process. To apply for
and receive a provisional certificate, a
facility must meet the requirements of
42 U.S.C. 263b(c)(2) and submit the nec-
essary information to an approved ac-
creditation body or other entity des-
ignated by FDA.

(ii) Following the agency’s receipt of
the accreditation body’s decision that
a facility has submitted the required
information, FDA may issue a provi-
sional certificate to a facility upon de-
termination that the facility has satis-
fied the requirements of §900.11(b)(2)(i).
A provisional certificate shall be effec-
tive for up to 6 months from the date of
issuance. A provisional certificate can-
not be renewed, but a facility may
apply for a 90-day extension of the pro-
visional certificate.

(3) Extension of provisional certificate.
(i) To apply for a 90-day extension to a
provisional certificate, a facility shall
submit to its accreditation body, or
other entity designated by FDA, a
statement of what the facility is doing

21 CFR Ch. | (4-1-12 Edition)

to obtain certification and evidence
that there would be a significant ad-
verse impact on access to mammog-
raphy in the geographic area served if
such facility did not obtain an exten-
sion.

(ii) The accreditation body shall for-
ward the request, with its rec-
ommendation, to FDA within 2 busi-
ness days after receipt.

(iii) FDA may issue a 90-day exten-
sion for a provisional certificate upon
determination that the extension
meets the criteria set forth in 42 U.S.C.
263b(c)(2).

(iv) There can be no renewal of a pro-
visional certificate beyond the 90-day
extension.

(c) Reinstatement policy. A previously
certified facility that has allowed its
certificate to expire, that has been re-
fused a renewal of its certificate by
FDA, or that has had its certificate
suspended or revoked by FDA, may
apply to have the certificate reinstated
so that the facility may be considered
to be a new facility and thereby be eli-
gible for a provisional certificate.

(1) Unless prohibited from reinstate-
ment under §900.11(c)(4), a facility ap-
plying for reinstatement shall:

(i) Contact an FDA-approved accredi-
tation body or other entity designated
by FDA to determine the requirements
for reapplication for accreditation;

(ii) Fully document its history as a
previously provisionally certified or
certified mammography facility, in-
cluding the following information:

(A) Name and address of the facility
under which it was previously provi-
sionally certified or certified;

(B) Name of previous owner/lessor;

(C) FDA facility identification num-
ber assigned to the facility under its
previous certification; and

(D) Expiration date of the most re-
cent FDA provisional certificate or
certificate; and

(iii) Justify application for reinstate-
ment of accreditation by submitting to
the accreditation body or other entity
designated by FDA, a corrective action
plan that details how the facility has
corrected deficiencies that contributed
to the lapse of, denial of renewal, or
revocation of its certificate.

(2) FDA may issue a provisional cer-
tificate to the facility if:
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(i) The accreditation body or other
entity designated by FDA notifies the
agency that the facility has adequately
corrected, or is in the process of cor-
recting, pertinent deficiencies; and

(ii) FDA determines that the facility
has taken sufficient corrective action
since the lapse of, denial of renewal, or
revocation of its previous certificate.

(3) After receiving the provisional
certificate, the facility may lawfully
resume performing mammography
services while completing the require-
ments for certification.

(4) If a facility’s certificate was re-
voked on the basis of an act described
in 41 U.S.C. 263b(i)(1), no person who
owned or operated that facility at the
time the act occurred may own or oper-
ate a mammography facility within 2
years of the date of revocation.

§900.12 Quality standards.

(a) Personnel. The following require-
ments apply to all personnel involved
in any aspect of mammography, includ-
ing the production, processing, and in-
terpretation of mammograms and re-
lated quality assurance activities:

(1) Interpreting physicians. All physi-
cians interpreting mammograms shall
meet the following qualifications:

(i) Initial qualifications. Unless the ex-
emption in paragraph (a)(1)(iii)(A) of
this section applies, before beginning
to interpret mammograms independ-
ently, the interpreting physician shall:

(A) Be licensed to practice medicine
in a State;

(B)(1) Be certified in an appropriate
specialty area by a body determined by
FDA to have procedures and require-
ments adequate to ensure that physi-
cians certified by the body are com-
petent to interpret radiological proce-
dures, including mammography; or

(2) Have had at least 3 months of doc-
umented formal training in the inter-
pretation of mammograms and in top-
ics related to mammography. The
training shall include instruction in ra-
diation physics, including radiation
physics specific to mammography, ra-
diation effects, and radiation protec-
tion. The mammographic interpreta-
tion component shall be under the di-
rect supervision of a physician who
meets the requirements of paragraph
(a)(1) of this section;
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(C) Have a minimum of 60 hours of
documented medical education in
mammography, which shall include: In-
struction in the interpretation of mam-
mograms and education in basic breast
anatomy, pathology, physiology, tech-
nical aspects of mammography, and
quality assurance and quality control
in mammography. All 60 of these hours
shall be category I and at least 15 of
the category I hours shall have been
acquired within the 3 years imme-
diately prior to the date that the phy-
sician qualifies as an interpreting phy-
sician. Hours spent in residency specifi-
cally devoted to mammography will be
considered as equivalent to Category 1
continuing medical education credits
and will be accepted if documented in
writing by the appropriate representa-
tive of the training institution; and

(D) Unless the exemption in para-
graph (a)(1)(iii)(B) of this section ap-
plies, have interpreted or multi-read at
least 240 mammographic examinations
within the 6-month period immediately
prior to the date that the physician
qualifies as an interpreting physician.
This interpretation or multi-reading
shall be under the direct supervision of
an interpreting physician.

(ii) Continuing experience and edu-
cation. All interpreting physicians shall
maintain their qualifications by meet-
ing the following requirements:

(A) Following the second anniversary
date of the end of the calendar quarter
in which the requirements of paragraph
(a)(1)(1) of this section were completed,
the interpreting physician shall have
interpreted or multi-read at least 960
mammographic examinations during
the 24 months immediately preceding
the date of the facility’s annual MQSA
inspection or the last day of the cal-
endar quarter preceding the inspection
or any date in-between the two. The fa-
cility will choose one of these dates to
determine the 24-month period.

(B) Following the third anniversary
date of the end of the calendar quarter
in which the requirements of paragraph
(a)(1)(i) of this section were completed,
the interpreting physician shall have
taught or completed at least 15 cat-
egory I continuing medical education
units in mammography during the 36
months immediately preceding the
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date of the facility’s annual MQSA in-
spection or the last day of the calendar
quarter preceding the inspection or any
date in between the two. The facility
will choose one of these dates to deter-
mine the 36-month period. This train-
ing shall include at least six category I
continuing medical education credits
in each mammographic modality used
by the interpreting physician in his or
her practice; and

(C) Before an interpreting physician
may begin independently interpreting
mammograms produced by a new mam-
mographic modality, that is, a mam-
mographic modality in which the phy-
sician has not previously been trained,
the interpreting physician shall have
at least 8 hours of training in the new
mammographic modality.

(D) Units earned through teaching a
specific course can be counted only
once towards the 15 required by para-
graph (a)(1)(ii)(B) of this section, even
if the course is taught multiple times
during the previous 36 months.

(iii) Exemptions. (A) Those physicians
who qualified as interpreting physi-
cians under paragraph (a)(1) of this sec-
tion of FDA’s interim regulations prior
to April 28, 1999, are considered to have
met the initial requirements of para-
graph (a)(1)(i) of this section. They
may continue to interpret mammo-
grams provided they continue to meet
the licensure requirement of paragraph
(a)(1)(A)(A) of this section and the con-
tinuing experience and education re-
quirements of paragraph (a)(1)(ii) of
this section.

(B) Physicians who have interpreted
or multi-read at least 240 mammo-
graphic examinations under the direct
supervision of an interpreting physi-
cian in any 6-month period during the
last 2 years of a diagnostic radiology
residency and who become appro-
priately board certified at the first al-
lowable time, as defined by an eligible
certifying body, are otherwise exempt
from paragraph (a)(1)(i)(D) of this sec-
tion.

(iv) Reestablishing qualifications. In-
terpreting physicians who fail to main-
tain the required continuing experi-
ence or continuing education require-
ments shall reestablish their qualifica-
tions before resuming the independent
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interpretation of mammograms, as fol-
lows:

(A) Interpreting physicians who fail
to meet the continuing experience re-
quirements of paragraph (a)(1)(ii)(A) of
this section shall:

(I) Interpret or multi-read at least
240 mammographic examinations under
the direct supervision of an inter-
preting physician, or

(2) Interpret or multi-read a suffi-
cient number of mammographic exami-
nations, under the direct supervision of
an interpreting physician, to bring the
physician’s total up to 960 examina-
tions for the prior 24 months, which-
ever is less.

(3) The interpretations required
under paragraph (a)(1)(iv)(A)(I) or
(a)(1)(iv)(A)(2) of this section shall be
done within the 6 months immediately
prior to resuming independent inter-
pretation.

(B) Interpreting physicians who fail
to meet the continuing education re-
quirements of paragraph (a)(1)(ii)(B) of
this section shall obtain a sufficient
number of additional category I con-
tinuing medical education credits in
mammography to bring their total up
to the required 15 credits in the pre-
vious 36 months before resuming inde-
pendent interpretation.

(2) Radiologic technologists. All mam-
mographic examinations shall be per-
formed by radiologic technologists who
meet the following general require-
ments, mammography requirements,
and continuing education and experi-
ence requirements:

(i) General requirements. (A) Be li-
censed to perform general radiographic
procedures in a State; or

(B) Have general certification from
one of the bodies determined by FDA
to have procedures and requirements
adequate to ensure that radiologic
technologists certified by the body are
competent to perform radiologic ex-
aminations; and

(ii) Mammography requirements. Have,
prior to April 28, 1999, qualified as a
radiologic technologist under para-
graph (a)(2) of this section of FDA’s in-
terim regulations of December 21, 1993,
or completed at least 40 contact hours
of documented training specific to
mammography under the supervision
of a qualified instructor. The hours of
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documented training shall include, but
not necessarily be limited to:

(A) Training in breast anatomy and
physiology, positioning and compres-
sion, quality assurance/quality control
techniques, imaging of patients with
breast implants;

(B) The performance of a minimum of
25 examinations under the direct super-
vision of an individual qualified under
paragraph (a)(2) of this section; and

(C) At least 8 hours of training in
each mammography modality to be
used by the technologist in performing
mammography exams; and

(iii) Continuing education require-
ments. (A) Following the third anniver-
sary date of the end of the calendar
quarter in which the requirements of
paragraphs (a)(2)(i) and (a)(2)(ii) of this
section were completed, the radiologic
technologist shall have taught or com-
pleted at least 15 continuing education
units in mammography during the 36
months immediately preceding the
date of the facility’s annual MQSA in-
spection or the last day of the calendar
quarter preceding the inspection or any
date in between the two. The facility
will choose one of these dates to deter-
mine the 36-month period.

(B) Units earned through teaching a
specific course can be counted only
once towards the 15 required in para-
graph (a)(2)(iii)(A) of this section, even
if the course is taught multiple times
during the previous 36 months.

(C) At least six of the continuing edu-
cation units required in paragraph
(a)(2)(iii)(A) of this section shall be re-
lated to each mammographic modality
used by the technologist.

(D) Requalification. Radiologic tech-
nologists who fail to meet the con-
tinuing education requirements of
paragraph (a)(2)(iii)(A) of this section
shall obtain a sufficient number of con-
tinuing education units in mammog-
raphy to bring their total up to at least
15 in the previous 3 years, at least 6 of
which shall be related to each modality
used by the technologist in mammog-
raphy. The technologist may not re-
sume performing unsupervised mam-
mography examinations until the con-
tinuing education requirements are
completed.

(E) Before a radiologic technologist
may begin independently performing
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mammographic examinations using a
mammographic modality other than
one of those for which the technologist
received training under paragraph
(a)(2)(ii)(C) of this section, the tech-
nologist shall have at least 8 hours of
continuing education units in the new
modality.

(iv) Continuing experience require-
ments. (A) Following the second anni-
versary date of the end of the calendar
quarter in which the requirements of
paragraphs (a)(2)(i) and (a)(2)(ii) of this
section were completed or of April 28,
1999, whichever is later, the radiologic
technologist shall have performed a
minimum of 200 mammography exami-
nations during the 24 months imme-
diately preceding the date of the facili-
ty’s annual inspection or the last day
of the calendar quarter preceding the
inspection or any date in between the
two. The facility will choose one of
these dates to determine the 24-month
period.

(B) Requalification. Radiologic tech-
nologists who fail to meet the con-
tinuing experience requirements of
paragraph (a)(2)(iv)(A) of this section
shall perform a minimum of 25 mam-
mography examinations under the di-
rect supervision of a qualified
radiologic technologist, before resum-
ing the performance of unsupervised
mammography examinations.

(38) Medical physicists. All medical
physicists conducting surveys of mam-
mography facilities and providing over-
sight of the facility quality assurance
program under paragraph (e) of this
section shall meet the following:

(1) Initial qualifications. (A) Be State
licensed or approved or have certifi-
cation in an appropriate specialty area
by one of the bodies determined by
FDA to have procedures and require-
ments to ensure that medical physi-
cists certified by the body are com-
petent to perform physics survey; and

(B)(1) Have a masters degree or high-
er in a physical science from an accred-
ited institution, with no less than 20
semester hours or equivalent (e.g., 30
quarter hours) of college under-
graduate or graduate level physics;

(2) Have 20 contact hours of docu-
mented specialized training in con-
ducting surveys of mammography fa-
cilities; and
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(3) Have the experience of conducting
surveys of at least 1 mammography fa-
cility and a total of at least 10 mam-
mography units. No more than one sur-
vey of a specific unit within a period of
60 days can be counted towards the
total mammography unit survey re-
quirement. After April 28, 1999, experi-
ence conducting surveys must be ac-
quired under the direct supervision of a
medical physicist who meets all the re-
quirements of paragraphs (a)(3)(i) and
(a)(3)(iii) of this section; or

(i1) Alternative initial qualifications.
(A) Have qualified as a medical physi-
cist under paragraph (a)(3) of this sec-
tion of FDA’s interim regulations and
retained that qualification by mainte-
nance of the active status of any licen-
sure, approval, or certification re-
quired under the interim regulations;
and

(B) Prior to the April 28, 1999, have:

(I) A bachelor’s degree or higher in a
physical science from an accredited in-
stitution with no less than 10 semester
hours or equivalent of college under-
graduate or graduate level physics,

(2) Forty contact hours of docu-
mented specialized training in con-
ducting surveys of mammography fa-
cilities and,

(3) Have the experience of conducting
surveys of at least 1 mammography fa-
cility and a total of at least 20 mam-
mography units. No more than one sur-
vey of a specific unit within a period of
60 days can be counted towards the
total mammography unit survey re-
quirement. The training and experience
requirements must be met after ful-
filling the degree requirement.

(iii) Continuing qualifications. (A)
Continuing education. Following the
third anniversary date of the end of the
calendar quarter in which the require-
ments of paragraph (a)(3)(i) or (a)(3)(ii)
of this section were completed, the
medical physicist shall have taught or
completed at least 15 continuing edu-
cation units in mammography during
the 36 months immediately preceding
the date of the facility’s annual inspec-
tion or the last day of the calendar
quarter preceding the inspection or any
date in between the two. The facility
shall choose one of these dates to de-
termine the 36-month period. This con-
tinuing education shall include hours
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of training appropriate to each mam-
mographic modality evaluated by the
medical physicist during his or her sur-
veys or oversight of quality assurance
programs. Units earned through teach-
ing a specific course can be counted
only once towards the required 15 units
in a 36-month period, even if the course
is taught multiple times during the 36
months.

(B) Continuing experience. Following
the second anniversary date of the end
of the calendar quarter in which the re-
quirements of paragraphs (a)(3)(i) and
(a)(3)(ii) of this section were completed
or of April 28, 1999, whichever is later,
the medical physicist shall have sur-
veyed at least two mammography fa-
cilities and a total of at least six mam-
mography units during the 24 months
immediately preceding the date of the
facility’s annual MQSA inspection or
the last day of the calendar quarter
preceding the inspection or any date in
between the two. The facility shall
choose one of these dates to determine
the 24-month period. No more than one
survey of a specific facility within a 10-
month period or a specific unit within
a period of 60 days can be counted to-
wards this requirement.

(C) Before a medical physicist may
begin independently performing mam-
mographic surveys of a new mammo-
graphic modality, that is, a mammo-
graphic modality other than one for
which the physicist received training
to qualify under paragraph (a)3)(i) or
(a)(3)(ii) of this section, the physicist
must receive at least 8 hours of train-
ing in surveying units of the new mam-
mographic modality.

(iv) Reestablishing qualifications. Med-
ical physicists who fail to maintain the
required continuing qualifications of
paragraph (a)(3)(iii) of this section may
not perform the MQSA surveys without
the supervision of a qualified medical
physicist. Before independently sur-
veying another facility, medical physi-
cists must reestablish their qualifica-
tions, as follows:

(A) Medical physicists who fail to
meet the continuing educational re-
quirements of paragraph (a)(3)(iii)(A) of
this section shall obtain a sufficient
number of continuing education units
to bring their total units up to the re-
quired 15 in the previous 3 years.
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(B) Medical physicists who fail to
meet the continuing experience re-
quirement of paragraph (a)(3)(iii)(B) of
this section shall complete a sufficient
number of surveys under the direct su-
pervision of a medical physicist who
meets the qualifications of paragraphs
(a)(3)(1) and (a)(3)(iii) of this section to
bring their total surveys up to the re-
quired two facilities and six units in
the previous 24 months. No more than
one survey of a specific unit within a
period of 60 days can be counted to-
wards the total mammography unit
survey requirement.

(4) Retention of personnel records. Fa-
cilities shall maintain records to docu-
ment the qualifications of all personnel
who worked at the facility as inter-
preting physicians, radiologic tech-
nologists, or medical physicists. These
records must be available for review by
the MQSA inspectors. Records of per-
sonnel no longer employed by the facil-
ity should not be discarded until the
next annual inspection has been com-
pleted and FDA has determined that
the facility is in compliance with the
MQSA personnel requirements.

(b) Equipment. Regulations published
under §§1020.30, 1020.31, and 900.12(e) of
this chapter that are relevant to equip-
ment performance should also be con-
sulted for a more complete under-
standing of the equipment performance
requirements.

(1) Prohibited equipment. Radiographic
equipment designed for general purpose
or special nonmammography proce-
dures shall not be used for mammog-
raphy. This prohibition includes sys-
tems that have been modified or
equipped with special attachments for
mammography. This requirement su-
persedes the implied acceptance of
such systems in §1020.31(f)(3) of this
chapter.

(2) General. All radiographic equip-
ment used for mammography shall be
specifically designed for mammog-
raphy and shall be certified pursuant
to §1010.2 of this chapter as meeting
the applicable requirements of §§1020.30
and 1020.31 of this chapter in effect at
the date of manufacture.

(3) Motion of tube-image receptor assem-
bly. (i) The assembly shall be capable of
being fixed in any position where it is
designed to operate. Once fixed in any
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such position, it shall not undergo un-
intended motion.

(ii) The mechanism ensuring compli-
ance with paragraph (b)(3)(i) of this
section shall not fail in the event of
power interruption.

(4) Image receptor sices. (i) Systems
using screen-film image receptors shall
provide, at a minimum, for operation
with image receptors of 18x24 centi-
meters (cm) and 24x30 cm.

(ii) Systems using screen-film image
receptors shall be equipped with mov-
ing grids matched to all image receptor
sizes provided.

(iii) Systems used for magnification
procedures shall be capable of oper-
ation with the grid removed from be-
tween the source and image receptor.

(6) Light fields. For any mammog-
raphy system with a light beam that
passes through the x-ray beam-limiting
device, the light shall provide an aver-
age illumination of not less than 160
lux (15 foot candles) at 100 cm or the
maximum source-image receptor dis-
tance (SID), whichever is less.

(6) Magnification. (i) Systems used to
perform noninterventional problem
solving procedures shall have radio-
graphic magnification capability avail-
able for use by the operator.

(ii) Systems used for magnification
procedures shall provide, at a min-
imum, at least one magnification value
within the range of 1.4 to 2.0.

(T) Focal spot selection. (i) When more
than one focal spot is provided, the sys-
tem shall indicate, prior to exposure,
which focal spot is selected.

(ii) When more than one target mate-
rial is provided, the system shall indi-
cate, prior to exposure, the preselected
target material.

(iii) When the target material and/or
focal spot is selected by a system algo-
rithm that is based on the exposure or
on a test exposure, the system shall
display, after the exposure, the target
material and/or focal spot actually
used during the exposure.

(8) Compression. All mammography
systems shall incorporate a compres-
sion device.

(i) Application of compression. Effec-
tive October 28, 2002, each system shall
provide:

(A) An initial power-driven compres-
sion activated by hands-free controls
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operable from both sides of the patient;
and

(B) Fine adjustment compression
controls operable from both sides of
the patient.

(i1) Compression paddle. (A) Systems
shall be equipped with different sized
compression paddles that match the
sizes of all full-field image receptors
provided for the system. Compression
paddles for special purposes, including
those smaller than the full size of the
image receptor (for ‘‘spot compres-
sion’’) may be provided. Such compres-
sion paddles for special purposes are
not subject to the requirements of
paragraphs (b)(8)(ii)(D) and (b)(8)(ii)(E)
of this section.

(B) Except as provided in paragraph
(b)(8)(i1)(C) of this section, the com-
pression paddle shall be flat and par-
allel to the breast support table and
shall not deflect from parallel by more
than 1.0 cm at any point on the surface
of the compression paddle when com-
pression is applied.

(C) Equipment intended by the manu-
facturer’s design to not be flat and par-
allel to the breast support table during
compression shall meet the manufac-
turer’s design specifications and main-
tenance requirements.

(D) The chest wall edge of the com-
pression paddle shall be straight and
parallel to the edge of the image recep-
tor.

(E) The chest wall edge may be bent
upward to allow for patient comfort
but shall not appear on the image.

(9) Technique factor selection and dis-
play. (i) Manual selection of milli-
ampere seconds (mAs) or at least one of
its component parts (milliapere (mA)
and/or time) shall be available.

(ii) The technique factors (peak tube
potential in kilovolt (kV) and either
tube current in mA and exposure time
in seconds or the product of tube cur-
rent and exposure time in mAs) to be
used during an exposure shall be indi-
cated before the exposure begins, ex-
cept when automatic exposure controls
(AEC) are used, in which case the tech-
nique factors that are set prior to the
exposure shall be indicated.

(iii) Following AEC mode use, the
system shall indicate the actual
kilovoltage peak (kVp) and mAs used
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during the exposure. The mAs may be
displayed as mA and time.

(10) Automatic exposure control. (i)
BEach screen-film system shall provide
an AEC mode that is operable in all
combinations of equipment configura-
tion provided, e.g., grid, nongrid; mag-
nification, nonmagnification; and var-
ious target-filter combinations.

(ii) The positioning or selection of
the detector shall permit flexibility in
the placement of the detector under
the target tissue.

(A) The size and available positions
of the detector shall be clearly indi-
cated at the X-ray input surface of the
breast compression paddle.

(B) The selected position of the de-
tector shall be clearly indicated.

(iii) The system shall provide means
for the operator to vary the selected
optical density from the normal (zero)
setting.

(11) X-ray film. The facility shall use
X-ray film for mammography that has
been designated by the film manufac-
turer as appropriate for mammog-
raphy.

(12) Intensifying screens. The facility
shall use intensifying screens for mam-
mography that have been designated
by the screen manufacturer as appro-
priate for mammography and shall use
film that is matched to the screen’s
spectral output as specified by the
manufacturer.

(13) Film processing solutions. For
processing mammography films, the fa-
cility shall use chemical solutions that
are capable of developing the films
used by the facility in a manner equiv-
alent to the minimum requirements
specified by the film manufacturer.

(14) Lighting. The facility shall make
special lights for film illumination,
i.e., hot-lights, capable of producing
light levels greater than that provided
by the view box, available to the inter-
preting physicians.

(15) Film masking devices. Facilities
shall ensure that film masking devices
that can limit the illuminated area to
a region equal to or smaller than the
exposed portion of the film are avail-
able to all interpreting physicians in-
terpreting for the facility.

(c) Medical records and mammography
reports—(1) Contents and terminology.
Each facility shall prepare a written
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report of the results of each mammog-
raphy examination performed under its
certificate. The mammography report
shall include the following informa-
tion:

(i) The name of the patient and an
additional patient identifier;

(ii) Date of examination;

(iii) The name of the interpreting
physician who interpreted the mammo-
gram;

(iv) Overall final assessment of find-
ings, classified in one of the following
categories:

(A) “Negative:” Nothing to comment
upon (if the interpreting physician is
aware of clinical findings or symptoms,
despite the negative assessment, these
shall be explained);

(B) ““Benign:’”’ Also a negative assess-
ment;

(C) ‘“‘Probably Benign:” Finding(s)
has a high probability of being benign;

(D) “‘Suspicious:” Finding(s) without
all the characteristic morphology of
breast cancer but indicating a definite
probability of being malignant;

(E) ‘‘Highly suggestive of malig-
nancy:” Finding(s) has a high prob-
ability of being malignant;

(v) In cases where no final assess-
ment category can be assigned due to
incomplete work-up, “Incomplete:
Need additional imaging evaluation”
shall be assigned as an assessment and
reasons why no assessment can be
made shall be stated by the inter-
preting physician; and

(vi) Recommendations made to the
health care provider about what addi-
tional actions, if any, should be taken.
All clinical questions raised by the re-
ferring health care provider shall be
addressed in the report to the extent
possible, even if the assessment is neg-
ative or benign.

(2) Communication of mammography re-
sults to the patients. Each facility shall
send each patient a summary of the
mammography report written in lay
terms within 30 days of the mammo-
graphic examination. If assessments
are ‘‘Suspicious” or ‘‘Highly suggestive
of malignancy,” the facility shall
make reasonable attempts to ensure
that the results are communicated to
the patient as soon as possible.

(i) Patients who do not name a
health care provider to receive the
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mammography report shall be sent the
report described in paragraph (c)(1) of
this section within 30 days, in addition
to the written notification of results in
lay terms.

(ii) Each facility that accepts pa-
tients who do not have a health care
provider shall maintain a system for
referring such patients to a health care
provider when clinically indicated.

(8) Communication of mammography re-
sults to health care providers. When the
patient has a referring health care pro-
vider or the patient has named a health
care provider, the facility shall:

(i) Provide a written report of the
mammography examination, including
the items listed in paragraph (c)(1) of
this section, to that health care pro-
vider as soon as possible, but no later
than 30 days from the date of the mam-
mography examination; and

(ii) If the assessment is ‘“‘Suspicious”
or ‘“‘Highly suggestive of malignancy,”’
make reasonable attempts to commu-
nicate with the health care provider as
soon as possible, or if the health care
provider is unavailable, to a respon-
sible designee of the health care pro-
vider.

(4) Recordkeeping. Each facility that
performs mammograms:

(i) Shall (except as provided in para-
graph (c)(4)(ii) of this section) main-
tain mammography films and reports
in a permanent medical record of the
patient for a period of not less than 5
years, or not less than 10 years if no ad-
ditional mammograms of the patient
are performed at the facility, or a
longer period if mandated by State or
local law; and

(ii) Shall upon request by, or on be-
half of, the patient, permanently or
temporarily transfer the original mam-
mograms and copies of the patient’s re-
ports to a medical institution, or to a
physician or health care provider of the
patient, or to the patient directly;

(iii) Any fee charged to the patients
for providing the services in paragraph
(c)(4)(ii) of this section shall not exceed
the documented costs associated with
this service.

(5) Mammographic image identification.
Each mammographic image shall have
the following information indicated on
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it in a permanent, legible, and unam-
biguous manner and placed so as not to
obscure anatomic structures:

(i) Name of patient and an additional
patient identifier.

(ii) Date of examination.

(iii) View and laterality. This informa-
tion shall be placed on the image in a
position near the axilla. Standardized
codes specified by the accreditation
body and approved by FDA in accord-
ance with §900.3(b) or §900.4(a)(8) shall
be used to identify view and laterality.

(iv) Facility name and location. At a
minimum, the location shall include
the city, State, and zip code of the fa-
cility.

(v) Technologist identification.

(vi) Cassette/screen identification.

(vii) Mammography unit identifica-
tion, if there is more than one unit in
the facility.

(d) Quality assurance—general. Each
facility shall establish and maintain a
quality assurance program to ensure
the safety, reliability, clarity, and ac-
curacy of mammography services per-
formed at the facility.

(1) Responsible individuals. Responsi-
bility for the quality assurance pro-
gram and for each of its elements shall
be assigned to individuals who are
qualified for their assignments and who
shall be allowed adequate time to per-
form these duties.

(1) Lead interpreting physician. The fa-
cility shall identify a lead interpreting
physician who shall have the general
responsibility of ensuring that the
quality assurance program meets all
requirements of paragraphs (d) through
(f) of this section. No other individual
shall be assigned or shall retain respon-
sibility for quality assurance tasks un-
less the lead interpreting physician has
determined that the individual’s quali-
fications for, and performance of, the
assignment are adequate.

(ii) Interpreting physicians. All inter-
preting physicians interpreting mam-
mograms for the facility shall:

(A) Follow the facility procedures for
corrective action when the images they
are asked to interpret are of poor qual-
ity, and

(B) Participate in the facility’s med-
ical outcomes audit program.

(iii) Medical physicist. Each facility
shall have the services of a medical
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physicist available to survey mammog-
raphy equipment and oversee the
equipment-related quality assurance
practices of the facility. At a min-
imum, the medical physicist(s) shall be
responsible for performing the surveys
and mammography equipment evalua-
tions and providing the facility with
the reports described in paragraphs
(e)(9) and (e)(10) of this section.

(iv) Quality control technologist. Re-
sponsibility for all individual tasks
within the quality assurance program
not assigned to the lead interpreting
physician or the medical physicist
shall be assigned to a quality control
technologist(s). The tasks are to be
performed by the quality control tech-
nologist or by other personnel qualified
to perform the tasks. When other per-
sonnel are utilized for these tasks, the
quality control technologist shall en-
sure that the tasks are completed in
such a way as to meet the require-
ments of paragraph (e) of this section.

(2) Quality assurance records. The lead
interpreting physician, quality control
technologist, and medical physicist
shall ensure that records concerning
mammography technique and proce-
dures, quality control (including moni-
toring data, problems detected by anal-
ysis of that data, corrective actions,
and the effectiveness of the correction
actions), safety, protection, and em-
ployee qualifications to meet assigned
quality assurance tasks are properly
maintained and updated. These quality
control records shall be kept for each
test specified in paragraphs (e) and (f)
of this section until the next annual in-
spection has been completed and FDA
has determined that the facility is in
compliance with the quality assurance
requirements or until the test has been
performed two additional times at the
required frequency, whichever is
longer.

(e) Quality assurance—equipment—(1)
Daily quality control tests. Film proc-
essors used to develop mammograms
shall be adjusted and maintained to
meet the technical development speci-
fications for the mammography film in
use. A processor performance test shall
be performed on each day that clinical
films are processed before any clinical
films are processed that day. The test
shall include an assessment of base
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plus fog density, mid-density, and den-
sity difference, using the mammog-
raphy film used clinically at the facil-
ity.

(i) The base plus fog density shall be
within + 0.03 of the established oper-
ating level.

(ii) The mid-density shall be within
+0.15 of the established operating level.

(iii) The density difference shall be
within #0.15 of the established oper-
ating level.

(2) Weekly quality control tests. Facili-
ties with screen-film systems shall per-
form an image quality evaluation test,
using an FDA-approved phantom, at
least weekly.

(i) The optical density of the film at
the center of an image of a standard
FDA-accepted phantom shall be at
least 1.20 when exposed under a typical
clinical condition.

(ii) The optical density of the film at
the center of the phantom image shall
not change by more than +0.20 from the
established operating level.

(iii) The phantom image shall
achieve at least the minimum score es-
tablished by the accreditation body
and accepted by FDA in accordance
with §900.3(d) or §900.4(a)(8).

(iv) The density difference between
the background of the phantom and an
added test object, used to assess image
contrast, shall be measured and shall
not vary by more than +0.05 from the
established operating level.

(3) Quarterly quality control tests. Fa-
cilities with screen-film systems shall
perform the following quality control
tests at least quarterly:

(1) Fixer retention in film. The residual
fixer shall be no more than 5
micrograms per square cm.

(ii) Repeat analysis. If the total repeat
or reject rate changes from the pre-
viously determined rate by more than
2.0 percent of the total films included
in the analysis, the reason(s) for the
change shall be determined. Any cor-
rective actions shall be recorded and
the results of these corrective actions
shall be assessed.

(4) Semiannual quality control tests.
Facilities with screen-film systems
shall perform the following quality
control tests at least semiannually:

(i) Darkroom fog. The optical density
attributable to darkroom fog shall not

§900.12

exceed 0.06 when a mammography film
of the type used in the facility, which
has a mid-density of no less than 1.2
OD, is exposed to typical darkroom
conditions for 2 minutes while such
film is placed on the counter top emul-
sion side up. If the darkroom has a
safelight used for mammography film,
it shall be on during this test.

(ii) Screen-film contact. Testing for
screen-film contact shall be conducted
using 40 mesh copper screen. All cas-
settes used in the facility for mammog-
raphy shall be tested.

(iii) Compression device performance.
(A) A compression force of at least 111
newtons (25 pounds) shall be provided.

(B) Effective October 28, 2002, the
maximum compression force for the
initial power drive shall be between 111
newtons (256 pounds) and 200 newtons (45
pounds).

(5) Annual quality control tests. Facili-
ties with screen-film systems shall per-
form the following quality control
tests at least annually:

(i) Automatic exposure control perform-
ance. (A) The AEC shall be capable of
maintaining film optical density with-
in +0.30 of the mean optical density
when thickness of a homogeneous ma-
terial is varied over a range of 2 to 6
cm and the kVp is varied appropriately
for such thicknesses over the kVp
range used clinically in the facility. If
this requirement cannot be met, a
technique chart shall be developed
showing appropriate techniques (kVp
and density control settings) for dif-
ferent breast thicknesses and composi-
tions that must be used so that optical
densities within #0.30 of the average
under phototimed conditions can be
produced.

(B) After October 28, 2002, the AEC
shall be capable of maintaining film
optical density (OD) within #0.15 of the
mean optical density when thickness of
a homogeneous material is varied over
a range of 2 to 6 cm and the kVp is var-
ied appropriately for such thicknesses
over the kKVp range used clinically in
the facility.

(C) The optical density of the film in
the center of the phantom image shall
not be less than 1.20.

(i1) Kilovoltage peak (kVp) accuracy
and reproducibility. (A) The KVp shall
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be accurate within +5 percent of the in-
dicated or selected kVp at:

(I) The lowest clinical kVp that can
be measured by a kVp test device;

(2) The most commonly used clinical
kVp;

(3) The highest available clinical
kVp, and

(B) At the most commonly used clin-
ical settings of kVp, the coefficient of
variation of reproducibility of the kVp
shall be equal to or less than 0.02.

(iii) Focal spot condition. Until Octo-
ber 28, 2002, focal spot condition shall
be evaluated either by determining sys-
tem resolution or by measuring focal
spot dimensions. After October 28, 2002,
facilities shall evaluate focal spot con-
dition only by determining the system
resolution.

(A) System resolution. (1) Each X-ray
system used for mammography, in
combination with the mammography
screen-film combination used in the fa-
cility, shall provide a minimum resolu-
tion of 11 Cycles/millimeter (mm) (line-
pairs/mm) when a high contrast resolu-
tion bar test pattern is oriented with
the bars perpendicular to the anode-
cathode axis, and a minimum resolu-
tion of 13 line-pairs/mm when the bars
are parallel to that axis.
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(2) The bar pattern shall be placed 4.5
cm above the breast support surface,
centered with respect to t